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Abstract
Direct lightning strikes to the human head can lead to various effects, ranging from burnings
to death. The biological and physical mechanisms of a direct lightning strike in the human
head are not well understood. The aim of this paper is to design an experimental setup to
measure the spatial and temporal current distribution during a direct lightning strike to physi-
cal head phantoms to establish normative values for personal lightning protection equipment
design and testing. We created head phantoms made of agarose, replicating the geometric
and dielectric properties of scalp, skull, and intracranial volume. The bases of the three com-
partments were galvanically contacted via copper electrodes to measure the current per
compartment. We used pulse generators to apply aperiodic voltage and current signals that
modelled lightning components. Our experiments indicated that the scalp compartment was
exposed to the current with a fraction of 80–90%. The brain and skull compartments were
exposed between 6–13% and 3–6% of the total measured current respectively. In case of a
flashover, most of the current (98–99%) flowed through the discharge channel. Unlike previ-
ous theoretical estimates and measurements in technical setups, we observed considerably
longer times for the flashover to build up. In our experiments, the time to build up a fully
formed flashover varied from approximately 30–700 μs. The observed current patterns in
cases without and with flashover provided information on regions of possible damage in the
human head. Consequently, we identified the phenomenon of a flashover as a potential
mechanism for humans to survive a lightning strike. Our measured current distributions and
amplitudes formed the base for normative values, which can be used in later experimental
investigations regarding the possibilities of individual lightning protection equipment for
humans.
Introduction
The chance of being struck by lightning increases when humans are outdoors in a thunder-
storm. They are especially exposed to lightning strikes directly in the head in open elevated
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areas [1±3]. A direct lightning strike can cause physical damages like burns on the skin, frac-
tures in the skull, or haemorrhage in the brain due to the heat and explosive effects, as
described in several pathological diagnosis reports and other literature [4±10]. These effects
are caused by currents up to 200 kA and voltages of 1 MV and higher in discharges of a few
milliseconds [11±13].
Overall, the mortality of lightning injury is only about 10% [14,15] but increases to about
30% when people are struck by lightning outdoors [1,2]. There are five known mechanisms of
lightning injury: direct strikes accounting for 3±5% of the cases, side flashes for 30±35%, con-
tact injury 3±5%, upward streamer 10±15% and ground current 50±55% [3,15]. A possible
mechanism responsible for the relatively large chances of surviving a lightning strike despite
the mentioned medical issues could be the formation of a flashover outside the body. In a
flashover, most of the current flows outside the body and only a few Amperes flow inside the
body [12,13], as estimated in a theoretical study by Uman [12]. This reduced current inside the
body during a flashover might be small enough to not be lethal. This might be especially true
for the head owing to the assumed additional protective effect of the skull caused by its low
conductivity. The head is one of the most important parts of the human body and is most
exposed during a direct strike or side flash. However, there are no reports in the literature on
measured current distributions inside the head before and during a flashover in a direct light-
ning strike. Consequently, we aim to establish an experimental setup to measure current distri-
butions for the main compartments of the human head using a physical head phantom. With
these measurements, we want to establish normative values that can serve as a basis for later
experimental investigations on the possibilities of lightning protection equipment for humans
according to the standard DIN EN 1149 [16].
To achieve this aim, we have designed human head phantoms comprising scalp, skull, and
intracranial compartments, mimicking the geometry, relative permittivity, and electric con-
ductivity of real biological human tissue. In contrary to the homogeneous models used previ-
ously to investigate the flashover mechanism [17] the nonhomogeneous head phantoms allow
to quantify the current distribution in the three compartments. Moreover, the head phantoms
allow a qualitative analyses of visible damages per compartment. Consequently, we will be able
to experimentally quantify the additional protective effect of the skull caused by its low con-
ductivity. In addition to the currents flowing in the three head compartments, we measured
the flashover current with an electrode outside and underneath the head phantom. With these
measurements, we strive to obtain an experimental validation of the theoretical values pro-
posed by Uman [12].
Materials and methods
Overview
We applied pulses to the head phantoms using three different pulse generators with different
properties. A Marx generator delivered up to 450 kV and relatively low currents of up to 2 kA
with an 1.2/50 μs voltage pulse; a combination wave generator delivered up to 12 kV and 6 kA
with low noise (due to the compact design) and 1.2/50 μs voltage pulse or 8/20 μs current
pulse; a 10/350 μs current pulse generator delivered up to 12 kV and 42 kA. The various gener-
ators emulated different aspects of a lightning flash. For example, the standardized positive
first lightning current is defined by front time 10 μs, the maximum amplitude and time to
half-value on tail 350 μs, identified as 10/350 μs according to the standard IEC 62305 [18]. The
equivalent frequency is 25 kHz for the front of this pulse. Fig 1 illustrates the calculation of the
equivalent frequency. After the peak, the frequency content decreases to 1 kHz and lower [11].
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Creation of head phantom
We created three-compartment head phantoms based on the computer tomography data of an
individual human head similar to Tidswell et al. [19] and Sperandio et al. [20]. We segmented
the inner and outer boundaries of the skull and the outer skin boundary from the CT data [21]
using Seg3D (SCI Institute, Salt Lake City, UT, United States) and designed forms resampling
these boundaries as negative moulds for the head phantom compartments in SolidWorks1
(Dassault Systèmes, VeÂlizy-Villacoublay, France). We produced the moulds of the compart-
ments through a fused deposition modelling process. The moulds are made of the polymer
Lignin (GreenTec, Extrudr1, Lauterach, Austria). The casting process of the compartments
started with the innermost compartment, the intracranial volume (brain), continued to the
central compartment, the neurocranium (skull), and ended with the outermost compartment
the scalp; in each case, the preceding compartment provided the base for the next compart-
ment. These head phantoms resampled the geometry of the head and the dielectric properties
of biological tissue. We used 2% agarose (Agarose Broad Range, Carl Roth GmbH + Co. KG,
Karlsruhe, Germany) in deionized water as the basic phantom material. The dielectric proper-
ties of the compartments were set by doping the basic phantom material with different frac-
tions of sodium chloride (NaCl), graphite (Graphite d50, Algin-Chemie e. K., Neustadt-Glewe,
Germany), or carbon black (carbon fibre powder, EMV Vega, Recklinghausen, Germany). We
used the mixtures (shown in Table 1) for creating head phantoms, in accordance to literature
values for the dielectric properties. The dielectric properties were analysed with a Hewlett
Packard 4284A 20 Hz to 1 MHz precision LCR meter (HP Inc., Palo Alto, CA, United States)
in a two-plate method.
Two types of phantoms were created, with (Type I) and without carbon additives (Type II).
Type I phantoms had the advantage of better approximating the dielectric properties found in
the literature [22±25]. The phantoms without carbon additives were transparent, which
allowed us to later add dyes for the visualization of micro damages and perforations caused by
electric current pulses. For dyeing, all transparent head phantoms were placed completely in
an emulsion of 1% ironhexacyanoferrate and deionized water for two days after the tests.
Table 1 shows the dielectric properties for both types of head phantoms.
Fig 2A shows the scalp from head phantom Type I and Fig 2B depicts the structure of head
phantoms in a CAD model. The scalp compartment appears black due to the carbon additives.
The maximum diameter of each phantom is 200 mm and the maximum height is 165 mm.
Furthermore, we created a third type of head phantom (head phantom Type III) which was
built up like head phantom Type I but with the addition of four silver/silver-chloride micro-
electrodes (diameter: 1 mm, length: 2.5 mm, BMP1 from MedCat GmbH, Munich, Germany)
in the brain compartment. Thus, it was possible to measure voltages inside head phantom
Type III during an applied pulse. The microelectrodes were plugged in holders, which were
produced in a fused deposition modelling process and were made of Lignin. Each holder had a
diameter of 3 mm. Two holders had a length of 50 mm and the other two had a length of 100
mm. We named the anterior microelectrode ME1, the left microelectrode ME2, the posterior
microelectrode ME3, and the right positioned microelectrode ME4 (Fig 2C and Fig 2D).
We created an electrode setup with four separate brass electrodes to detect the current dis-
tribution across the compartments of the head phantom. These electrodes were grounded in
all the experiments. The geometry of each electrode was adapted to the base area of the com-
partments to minimize the current path from adjacent compartments. When the head phan-
tom was placed on the electrode setup, the innermost electrode (E1) contacted the brain, the
second electrode (E2) the skull and the third electrode (E3) the scalp. The fourth electrode
(E4) concentrically surrounded the base of the phantom in a distance of 5 mm (E4: inner
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diameter 205 mm, outer diameter 215 mm). The chosen dimensions of electrode E4 and the
distance to E3 allowed to determine the current distribution in the flashover separately since
the ends of the flashovers hit only electrode E4. Flashovers are discharges that start from an
impact point on the surface of the head phantom and propagate to the electrode ring E4.
These events were detected by a single lens reflex (SLR) camera (EOS 5D Mark II, Canon Inc.,
Tokyo, Japan). Fig 3 shows the electrode setup and its dimensions.
Experiments with Marx generator
We used a Marx generator to replicate the high-voltage effects on the human head during a
lightning strike. The Marx generator (MG, HIGHVOLT Prueftechnik Dresden GmbH, Ger-
many, properties of MG: Energy 6 kJ, max. charging voltage 125 kV per stage) produces a stan-
dardized 1.2/50 μs voltage pulse and can reach a total load voltage of 450 kV [26,27]. An MG
can reach a high voltage at the output with one pulse, making it possible to ionize the air over
Fig 1. Calculation of the equivalent front frequency of a lightning pulse current. The front time (T1) of the 10/350 μs lightning
current is 10 μs. The equivalent frequency (feq) is based on a sine wave and the corresponding equivalent period (Teq).
https://doi.org/10.1371/journal.pone.0223133.g001
Table 1. Dielectric properties of the compartments of the two types of head phantoms in the range of 20 Hz to 1 MHz.




Head phantom Type I
Brain Type I 2 % agarose, 0.17 % NaCl 0.12±0.38 72.5106±930
Skull Type I 2 % agarose, 0.01 % NaCl,
4 % graphite
0.024±0.063 9106±196
Scalp Type I 2 % agarose, 0.17 % NaCl,
4 % carbon black
0.054±0.63 43106±1290
Head phantom Type II
Brain Type II 2 % agarose, 0.17 % NaCl 0.12±0.38 72.5106±930
Skull Type II 2 % agarose, 0.01 % NaCl 0.015±0.048 8.1106±155
Scalp Type II 2 % agarose, 0.17 % NaCl 0.12±0.38 72.5106±930
https://doi.org/10.1371/journal.pone.0223133.t001
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long distances. The discharge is more like a real lightning strike discharge, but the current
level of the generated pulse is much lower.
In the first test series, one head phantom Type I was placed on the electrode setup E1±E4
underneath the output from the MG. The distance between the high voltage point electrode
(output) and the highest point of the head phantom (vertex) was 150 mm. We applied 15 single
positive voltage pulses to the head phantom, each pulse with a total load voltage from the MG
of 450 kV. An SLR camera documented the expansion of the lightning discharge. In a second
test series, we placed a head phantom Type II on the electrode setup (E1±E4) underneath the
output of the MG in the same distance of 150 mm. Again, 15 single voltage pulses were applied,
each pulse with a total load voltage of 450 kV. The head phantom Type II was dyed before slic-
ing, as explained in Section: Creation of head phantom. We examined and sliced both head
Fig 2. Head phantom geometry and electrode setup of microelectrodes. (A) Formed scalp in a lateral view of a head phantom with carbon
additives (head phantom Type I). (B) Sagittal cut through the head phantom. The intracranial volume (brain) is coloured blue, the neurocranium
(skull) yellow, and the scalp red. (C) Double cut of the head phantom Type III with the microelectrodes ME1 and ME2 and their holders. (D)
Double cut of the head phantom Type III with the microelectrodes ME3 and ME4 and their holders. The inset in D shows a photograph of a
microelectrode (grey) with a physical cut through a holder (white) and the wire insulation (yellow).
https://doi.org/10.1371/journal.pone.0223133.g002
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phantoms after the test series. For slicing, we used a strained wire with a diameter of 0.5 mm.
The slicing always started with a sagittal cut through one of the observed perforations on the
surface of the head phantoms.
Measurements with combination wave generator
A head phantom Type III was tested with an in-house combination wave generator (CWG) to
investigate the electrical behaviour of the head phantom and measure the potential distribu-
tion in the brain compartment. The used CWG had the following parameters: Energy 350 J,
Vmax 12 kV 1.2/50 μs, Imax 6 kA 8/20 μs [26]. The head phantom was placed on the electrode
setup (E4 was decoupled since no flashovers were expected) and a brass electrode (diameter:
25 mm, height: 24.9 mm) was galvanically coupled to the top of the head phantom, near the
vertex. This brass electrode was necessary for applying the pulse to the head phantom, because
the voltage of the CWG is not high enough to break through larger air gaps like the Marx gen-
erator. Further, the influence of an air gap was avoided in the tests to get the electrical behav-
iour of only the head phantom.
For the measurements, two Pearson current monitors Model 101 and one Pearson current
monitor Model 110 (Pearson Electronics Inc., Palo Alto, CA, United States) detected the cur-
rents of E1 to E3, while one voltage probe PHV4002-3 (PMK GmbH, Kassel, Germany)
detected the voltage drop over the head phantom. Four voltage probes PHV 1000 (PMK
GmbH, Kassel, Germany) recorded the potentials of each microelectrode in the brain com-
partment. All signals were measured simultaneously by an eight-channel oscilloscope
DLM4000 (Yokogawa Electric Corp., Musashino, Japan). We applied 10 positive voltage pulses
with an amplitude of 5 kV to the head phantom. The measurement setup is shown in Fig 4.
After that, we applied 10 positive voltage pulses with an amplitude of 12 kV to the head phan-
tom. In this test series, the four voltage probes PHV 1000 were disconnected due to their lim-
ited admissible voltage of 6 kV. Possible discharges were documented with the SLR camera.
Fig 3. Electrode setup. (A) Schematic of electrode setup with electrodes innermost E1 to outermost E4. (B) Dimensions of the electrode setup in a top view. Each
electrode E1±E4 has a thickness of 10 mm.
https://doi.org/10.1371/journal.pone.0223133.g003
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Measurements with 10/350 μs current pulse generator
We tested four head phantoms on a 10/350 μs current pulse generator to emulate the high-
current effects of a direct lightning strike to the head [18]. A current pulse generator
reaches a higher current level, different from that obtained by combination wave generator
or Marx generator. Therefore, a more realistic lightning current level could be applied to
the tested head phantoms. Distances between the output of the generator and the head
phantoms were restricted due to the lower voltage. Therefore, the experiments replicated
the impact point of a lightning discharge on the head without possible upward connecting
lightning leaders.
The generator (IP176/12S of HIGHVOLT Prueftechnik Dresden GmbH, Dresden, Ger-
many) uses 12 switchable single capacitors (called HV-CAP) IS-Phr 12 (VISHAY Electronic
GmbH, Selb, Germany). Each HV-CAP has a capacitance of 175 μF and can be loaded with a
voltage of up to 12 kV, which results in an energy of 12.6 kJ per charged capacitor. Each head
phantom was placed with the electrode setup in the examination chamber of the current pulse
generator. The distance from the power output electrode of the current pulse generator to the
surface of the head phantom was 55 mm. Therefore, it was necessary to bridge the distance
with a copper ignition wire with a diameter of 0.1 mm, which ended about 4 mm above the
surface of the head phantom at the vertex. We used three current monitors with a transmission
ratio of 1:1000 (Model 1423 Pearson Electronics Inc., Palo Alto, CA, United States) and two
current monitors with a transmission ratio of 1:100 (Model 101) to capture the currents in
each compartment of the head phantom. The voltage probe (PHV4002-3) detected the voltage
drop from the output of the current pulse generator to the ground. All signals were simulta-
neous recorded from parallel triggered oscilloscopes 44MXI-A and HDO6054 (Teledyne
LeCroy, CA, USA). Fig 5 shows the measurement setup for the tests with the 10/350 μs current
pulse generator.
We performed different measurement series with this setup on the current pulse generator
by changing the number of HV-CAPs to vary the resulting current. Four head phantoms were
examined and sliced after the measurements in order to investigate the optically visible dam-
ages. In addition, the head phantom Type II was dyed with ironhexacyanoferrate to highlight
perforations and damages.
· Test series I: The series started with 12 HV-CAPs @ 12 kV. The number of the HV-CAPs
was reduced by three after three applied pulses to the phantom Type 1. At three used
HV-CAPs, the number was reduced to one HV-CAP. The charging voltage was always con-
stant. In the last step, the charging voltage was reduced (one HV-CAP @ 6 kV). The used
HV-CAP numbers were: 12 @ 12 kV, 9 @ 12 kV, 6 @ 12 kV, 3 @ 12 kV, 1 @ 12 kV, and 1 @ 6
kV. This test series was performed to determine the electrical behaviour and current distri-
bution of the head phantom at different current levels while the positive 10/350 μs pulse.
· Test series II: Repeat of test series I with a newly casted head phantom Type I.
· Test series III: A single pulse with 12 HV-CAPs and a charging voltage of 12 kV was applied
to one head phantom Type II. This test was performed to find potential damages and perfo-
rations at the transparent head phantom Type II which are not visible with the head phan-
tom Type I.
· Test series IV: The series was performed with a head phantom Type I similar to I and II, but
the sequence for the number of used HV-CAPs was pseudo-randomized, starting with six
HV-CAPs @ 12 kV.
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Results
Results of experiments on Marx generator
We observed discharges on the surface of the head phantom Type I and head phantom Type II
for each 450kV voltage pulse applied from the Marx generator, as shown in Fig 6A and 6B. It
can be seen that the discharge channel hit the head phantoms and branched in discharges. The
spilt began either at the surface of the head or in the air gap. After the tests, we examined the
Fig 4. Measurement setup for the experiments with the combination wave generator (CWG). (A) Interconnected measuring
equipment with the combination wave generator, head phantom, and oscilloscope. E1 to E3 are the grounded electrodes, each with a
current monitor. The four microelectrodes (ME1 to ME4) in the brain compartment were connected by four voltage probes (only two of
four probes are symbolized in the schematic). The dashed lines symbolize the measurement wires to the oscilloscope. (B) Photograph of
the head phantom Type III placed at the electrode setup and connected via the stimulation electrode to the CWG. A mirror shows the
backside of the head phantom Type III.
https://doi.org/10.1371/journal.pone.0223133.g004
Fig 5. Measurement setup on the 10/350 μs current pulse generator. (A) Schematics of the setup. E1 to E4 are the grounded
electrodes. They are connected to the current monitors. The dashed lines indicate the measurement wires to the oscilloscope. (B)
Photograph of the head phantom Type II placed in the examination chamber of the current pulse generator.
https://doi.org/10.1371/journal.pone.0223133.g005
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head phantoms. The head phantom Type I showed a dried ellipsoidal area around the vertex
with a length of 120 mm in the anterior±posterior direction and 100 mm in the lateral direc-
tion. Also, we found punctured regions with diameters of 2±5 mm. No further particularities
were observed in the brain or skull compartment after the slicing of the head phantom Type I.
Several perforations occurred in the vicinity of the optically detected impact points at the head
phantom Type II. The four largest ones had a diameter of 3±6 mm (marked with X Fig 6C).
We sliced the head phantom Type II in a sagittal cut through one impact point, as marked in
Fig 6C, and found a dyed channel, which started at the impact point and ended after a length
of approx. 50 mm in the brain compartment (highlighted with blue colour in Fig 6D). This
perforation was the only one penetrating the brain compartmentÐall other observed penetra-
tions ended in the skull compartment. There was no systematic difference in the results from
head phantom Type I and head phantom Type II. In a previous study, we measured currents
of about 2 kA in a simplified head phantom [28] originating from the same pulses of the Marx
generator. For the present study, we estimated similar currents in the head phantom Type I
and Type II.
Results of measurements on combination wave generator
No flashover or discharges on the surface of the head phantom Type III were optically detected
in the experiments with the CWG and an applied 1.2/50 μs voltage pulse of 5 kV. Fig 7A shows
the average recorded time courses of the voltage and the currents of E1 to E3. The mean values
at 2.4 μs are additionally indicated in Fig 7A. We calculated the relative current distribution of
each compartment with the values at 2.4 μs (maximum measured voltage). The brain was
exposed to 11.2%, the skull to 8.6% and the scalp to 80.2% of the current. An average voltage of
530 V was detected at the first microelectrode ME1 at 2.4 μs. Further, the voltage reached 1250
V at ME2, 520 V at ME3, and 1220 V at ME4 (Fig 7B). We calculated the electric field strength
(based on the recorded electric potential at 2.4 μs and the distance of the microelectrode to the
ground) at these four points: ME1: 10.6 kV/m at ME1; ME2: 12.5 kV/m; ME3: 10.4 kV/m;
ME4: 12.2 kV/m.
We optically detected multiple discharges at the surface of the scalp compartment with an
applied voltage of 12 kV (Fig 8A). The discharges started from the attached stimulation elec-
trode. Fig 8B depicts the average recorded time courses of the voltage at the generator output
and currents from the electrodes E1 to E3 with labelled mean values at 2.4 μs (maximum mea-
sured voltage). The relative current distribution at 2.4 μs was: brain compartment 13.1%, skull
compartment 6.1% and scalp compartment 80.8%.
Results of measurements on 10/350 μs current pulse generator
In each test series, we optically detected a flashover across the head phantoms in the measure-
ments with the 10/350 μs current pulse generator. In almost all tests, the discharge sat on near
the highest point of the head phantoms (vertex) and went over the scalp to E4. Fig 9 depicts
four different morphology examples. Fig 9A and 9B show exemplary discharges of the test
series I and III with 12 HV-CAPs @ 12 kV with a head phantom Type I and the head phantom
Type II, respectively. In both cases, the discharge channel appeared structured in the vicinity
of the scalp. However, the discharge channel was surrounded by a corona. The discharge and
the resulting flashover were less intensive and the corona around the channel was smaller with
one HV-CAP @ 6 kV in contrast to 12 HV-CAPs @ 12 kV. An example of a discharge with
one HV-CAP @ 6 kV is shown in Fig 9C. Fig 9D depicts the last applied current pulse of the
test series IV (after three times six HV-CAPS @ 12 kV and one time 12 HV-CAPS @ 12 kV).
The main discharge over the scalp and the discharge channel are difficult to identify.
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Discharges next to the scalp appeared especially on the right side of the head phantom Type I.
The discharges busted the phantom material at several points.
All recorded voltages and currents showed characteristic time courses. The voltage
increased up to the load voltage in about 1 μs; simultaneously, the current increased through
the head phantom. Then the voltage decreased rapidly to a value of about 1.5 kV in approxi-
mately 50 μs. At the same time, the current in E4 increased and showed an aperiodic pulse
behaviour.
Fig 6. Results of the experiments with the Marx generator. (A) Head phantom Type I and a discharge over the surface of the scalp. A
mirror behind the head phantom Type I shows possible discharges on the side facing away from the SLR camera. (B) A discharge over
the surface of the scalp from the head phantom Type II. (C) Top view on the scalp compartment from the head phantom Type II after 15
applied single voltage pulses. We marked the biggest perforations with X. The cut line for the first slice is marked black. (D) Sagittal cut
along the black line in C, the arrows in C show the view direction. We found a tubular perforation, highlighted in blue colour.
https://doi.org/10.1371/journal.pone.0223133.g006
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Fig 10A and 10B present the average time courses of the test series I and II at 12 HV-CAPs
@ 12 kV with the most important key values. It can be seen that simultaneous to the first rise
of the voltage, the current in E1, E2, E3 and the total current also increase. The time point tstart
indicates the beginning of the increasing voltage and current. The discharge process started
over the head phantom at this time point. After the increase of the current in E1 and E2 to the
maximum, these currents broke down rapidly, along with the voltage and the current in E3
(Case 1). We defined this point as the moment of the beginning of the evolvement of the com-
plete flashover across the head phantom and labelled it t0, determined by the highest decrease
speed with the first derivation of the voltage. After the rapid collapse of the current in E1 and
E2 close to zero ampere, the current in E4 increased from zero ampere to a high amplitude (in
Fig 10A and 10B, up to 41.8 kA or 41.3 kA). Furthermore, we found a second possible case
(Case 2) for the current time course in E3. The current in E3 broke in first, increased again,
and reached a multiple higher peak, for example from 930 A at t0 to 5.7 kA after further
14.4 μs. This case is shown as an example in Fig 10B. Fig 10C depicts the time courses from the
test series I and II at one HV-CAP @ 6 kV. The duration to t0 increases in comparison to the
time courses in Fig 10A and 10B, but the time course shows some similarity in shape. The
applied pulses ended about 2.6 ms after t0. As a further result, we extracted the time points tstart
for each test for the test series I and II. The distribution is shown in Fig 10D. The time of start-
ing of the flashover (tstart) for the head phantom was in median between 40 μs and 45 μs at an
energy level between 151.2 kJ and 75.6 kJ. The time increased from the level of 37.8 kJ at
53.6 μs over 12.6 kJ at 69.5μs to 6.3 kJ at 257 μs. The time tstart differed most at 6.3 kJ between
219 μs and 694 μs.
Fig 7. Results of measurements on the combination wave generator with an applied voltage of 5 kV. (A) Average time courses of
recorded voltage and measured currents at the electrodes E1 to E3. (B) Time courses of the recorded voltages for the four
microelectrodes (ME) in the brain compartment.
https://doi.org/10.1371/journal.pone.0223133.g007
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Table 2 provides the calculated relative current distribution for the compartments at t0 and
at the latency of the maximum of the total current after the fully formed flashover (tmaxtot),
based on the values (test series I and II) of the currents from each tested capacitor stage. The
skin compartment was most exposed to the applied current at t0 for each used HV-CAP stage,
followed by the brain compartment and the skull compartment. After a flashover, the highest
currents were detected at tmaxtot in electrode E4 for each capacitor stage; we found fractions of
current between 98.2% and 99.5% in E4. The next highest part flowed through the scalp com-
partment. Brain and skull compartments had a smaller exposition, each with a current below 7
A. For the brain and skull compartments, the relative current distribution increased with a
lower energy level at tmaxtot.
The time courses of the currents in test series III were also aperiodic, as in test series I and
II for case 2, but we found a second increase in the current in E3, probably caused by an
incomplete flashover. The currents in E1, E2, and E3 decreased and the current increased up
to approximately 2.5 kA in E4 after the breakdown of the voltage. After that, we registered an
increase of the voltage, an increase of the currents at E1±E3, and a collapse to 0 A in E4
(named collapse in Fig 11A). After another 5 μs, the voltage broke down again as well as the
currents in E1 to E3. The current in E4 increased and followed the typical aperiodic time
course. The measurement of the time courses from test series IV with 12 HV-CAPs @ 12 kV
are shown in Fig 11B. The time courses were aperiodic too, but the time to the event points
were longer than the measured durations from other test series. We could not record the event
tstart. The moment tmaxtot was reached after 131 μs after t0. Further, the time course showed
waves between t0 and tmaxtot.
Fig 8. Results of measurements on the combination wave generator with an applied voltage of 12 kV. (A) Registered discharges at
the surface of the scalp compartment. The mirror in the background shows the backside of the head phantom. (B) Average time courses
of recorded voltage at the generator output and currents from E1 to E3.
https://doi.org/10.1371/journal.pone.0223133.g008
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The maximum current steepness is a parameter to define and compare lightning current
pulses. We calculated the maximum current steepness of the measured total currents with the
30%±90%-rule of amplitude. We used the 30%±90%-rule because the current amplitude at
10% was not measurable [18]. The maximum current steepness showed a reduction from
about 1855 A/μs at an applied energy of 151.2 kJ down to 64 A/μs at 6.3 kJ. Compared to the
ideal 10/350 μs current pulses (assumed double exponential function), the measured current
pulses had a less current steepness with a factor between 0.95 and 2.08, as shown in Table 3.
The difference of current steepness between the measured current pulses and the ideal 10/
350 μs current pulses is due to impedances of the head phantom and the discharge channel.
The 10/350 μs current pulse generator is not an ideal constant current source; additional
impedances extend the pulse form.
We examined and sliced the head phantoms after the test series, with the following results.
· Test series I and II: We found similar damages on both head phantoms Type I from test
series I and II, which are described for one phantom in the following: 10 impact points were
found on the top surface of the scalp (Fig 12A), ranging from 5 mm to 13 mm in diameterÐ
they are marked with Y. Several smaller perforations are marked with Z in Fig 12A. One
Fig 9. Detected flashovers across head phantoms for the tests with the 10/350 μs current pulse generator. (A) An example of the test
series I with 12 HV-CAPs @ 12 kV and with a head phantom Type I. (B) An example of test series III with 12 HV-CAPs @ 12 kV and
with head phantom Type II. (C) An exemplary discharge of the test series I with one HV-CAP @ 6 kV and with head phantom Type I.
(D) An exemplary discharge of the test series IV at 12 HV-CAPs @ 12 kV with head phantom Type I. The head phantom Type I was
destroyed at this discharge.
https://doi.org/10.1371/journal.pone.0223133.g009
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path (outgoing from an impact point) was found in the right parietal occipital region, with a
length of about 45 mm (marked with W in Fig 12A). We sliced the head phantoms with a
sagittal cut through an impact point. In the sagittal cut of one head phantom Type I (Fig
12B), we noticed damages at the upper part of the skull near the impacts in the form of dry-
ing and melting, marked as V. The brain compartment seemed to be unaffected (Fig 12B).
· Test series III: This head phantom Type II was dyed with ironhexacyanoferrate to highlight
the damages. We found an ellipsoidal impact point on the scalp near the vertex, with an
approx. length of 7 mm from anterior to posterior and 10 mm from right to left. Three obvi-
ous burn paths were found to be outgoing from the main impact point. The first path had a
length of 110 mm to posterior direction, the second path a length of 95 mm to right parietal,
and the third path a length of 80 mm to right parietal occipital. Furthermore, we detected
perforations in the upper part of the skull near the impact point. We sliced the head phan-
tom Type II with a sagittal cut through the impact point. One perforation had a length of 10
mm down to the skull, marked with L in Fig 12C. The impact point is marked with O in Fig
12C. We found melting and blistering points around the impact point (marked with P Fig
12C). No optical damages were found in the brain compartment.
· Test series VI: The head phantom Type I (Fig 12D) was destroyed after three pulses applied
with six HV-CAPs and two pulses applied with 12 HV-CAPs (in the second applied pulse).
The scalp was blown up and the skull was broken on the right side of the head phantom. We
found a melted area in the brain compartment under the cracked skull with the dimensions
of 120 mm anterior to posterior and 95 mm inferior to superior.
Discussion
Spatial current distribution in the head phantom
We obtained the relative current distribution in the compartments of the created head phan-
toms and in discharge channels during various applied voltage and current pulses. In case of
no flashover, the scalp compartment was always most exposed to the current (80±90%) in all
experiments. The brain compartment was exposed to 6±13% of the current. The skull
Fig 10. Time courses from test series I and II with the 10/350 μs current pulse generator. (A) Time courses for 12 HV-CAPs @ 12 kV
for an example Case 1 at test series I and II. (B) Time courses for 12 HV-CAPs @ 12 kV for an example Case 2 at test series I and II. (C)
Time courses for one HV-CAP @ 6 kV. (D) Violin plots of tstart for each tested capacitor stage (applied energy). The time tstart was
defined as latency at which we registered a first appearance of voltages or currents different from zero. The time to start of the flashover
was called t0. M: mean, Mdn: median, SD: standard deviation.
https://doi.org/10.1371/journal.pone.0223133.g010
Table 2. Relative current distribution for the test series I and II at the time points before (t0) and after a fully formed flashover (tmaxtot).
HV-CAPS
charged up to 12 kV
Total energy in kJ Applied max.
current @ t0 in kA
Applied max.














t0 tmaxtot t0 tmaxtot t0 tmaxtot t0 tmaxtot
12 151.2 1.00 41.5 n/a 99.5 85.8 0.45 5.1 <0.02 9.1 <0.02
9 113.4 0.95 31.8 n/a 99.5 87.2 0.32 4.6 <0.02 8.2 <0.02
6 75.6 1.40 21.5 n/a 99.5 90.4 0.38 3.5 <0.02 6 <0.02
3 37.8 0.77 10.9 n/a 98.2 83.5 1.7 5.9 0.05 10.6 0.06
1 12.6 0.97 3.7 n/a 98.9 87.2 0.8 4.3 0.08 8.5 0.2
1 (6 kV) 6.3 0.48 1.55 n/a 99.2 90.5 0.3 3.1 0.2 6.4 0.3
https://doi.org/10.1371/journal.pone.0223133.t002
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compartment experienced the smallest amount of currentÐabout 3±6%. In case of flashover
formation, the relative current distribution changed and 98±99% of the current flowed in the
discharge channel due to its higher electrical conductivity compared to the head phantom. The
remaining 1±2% of the current again predominantly flowed in the scalp, followed by the brain
and skull compartments. We observed this distribution pattern (most current in the scalp, fol-
lowed by brain and skull compartments) across all experiments, independent of the applied
voltage and current pulse forms. To the best of our knowledge, this is the first time that a study
has reported such current distributions that establish normative values to be used in later
experimental investigations on the possibilities of lightning protection equipment for humans.
Fig 11. Time courses from test series III and IV with the 10/350 μs current pulse generator. (A) Shows the time courses for the test series
III, the only one test series with the head phantom Type II and 12 HV-CAPs @ 12 kV. (B) Depicts the recorded time courses for the test
series IV at the second repeat with 12 HV-CAPs @ 12 kV.
https://doi.org/10.1371/journal.pone.0223133.g011






Current steepness in A/μs of measured
total current pulses
Current steepness in A/μs of ideal 10/
350 μs current pulses
Factor between measured and ideal
current pulses
12 151.2 1855 3557 1.92
9 113.4 1501 2726 1.82
6 75.6 1260 1843 1.46
3 37.8 655 934 1.43
1 12.6 334 317 0.95
1 (6 kV) 6.3 64 133 2.08
https://doi.org/10.1371/journal.pone.0223133.t003
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Voltage and current time courses
The time courses of the recorded voltages and currents show distinct differences for the cases
without and with flashover. For the cases without flashover, we found the expected rise and fall
of both voltage and current time courses according to the applied 1.2/50 μs pulse.
For cases with flashover, we found three time intervals: a short rising time of the voltage
lasting approximately 1 μs after tstart marked the initial interval indicating the connecting
leader phase [12]. Thereafter, the time interval until t0, the initial return stroke phase [12], is
characterized by increasing current in and a constant voltage across the head phantom. We
measured a time of approximately 30±700 μs for the second interval. The third interval starts
with t0 and ends after 2.6 ms and is mostly dominated by the high pulse current; this interval is
the denominated surface flashover phase [12,13]. Contrary to the theoretical predictions by
Fig 12. Examined head phantoms after the tests with the 10/350 μs current pulse generator. (A) Damaged and dried areas at the top of
the scalp compartment for the head phantom Type I after the test series I. The impact points are marked with Y smaller perforations with
Z and a current path with W. The black line marks the cut line. The arrows indicate the view direction for the cut. (B) Slice of the head
phantom Type I indicated in A. Burned and perforated areas were magnified in the inset (marked with V). (C) Sagittal sliced head
phantom Type II from test series III. A perforation was marked with L. Inset shows magnified area around the impact point O and P mark
blistering in the scalp compartment. (D) The destroyed head phantom Type I after the test series IV. The scalp and skull compartments
were blown open, and the brain compartment was damaged and melted.
https://doi.org/10.1371/journal.pone.0223133.g012
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Uman [12], our experiments show an almost constant voltage across the head phantom and a
nonlinearly increasing current in the head phantom for the first and second time intervals.
While Uman [12] used an impressed pulse voltage for the first and second time intervals (tstart
to t0), in our experiments, the 10/350 μs current pulse generator provided an impressed con-
stant voltage during the first and second time intervals.
In one experiment, the head phantom was destroyed by the impressed pulse. In this specific
case, in the third time interval, we found time courses for voltages and currents that exhibited
a step-like and spiky behaviour (Fig 11B). In this interval, the voltage and current irregularly
increased and decreased, possibly indicating a change in the electrical conductivity. We
assume that these changes in the electrical conductivity might be caused by thermal ionization
and plasma processes directly in the head phantom [29].
Flashover
The flashover is a phenomenon that occurs in technical setups and during lightning accidents
with humans [12,13,29]. In our experiments, the flashover took approximately 30±700 μs to
form. Differently, a time of 30±150 ns characterizes flashovers for lightning accidents [13] and
a few 100 ns for technical setups [29,30]. The time to form a flashover mainly depends on the
voltage amplitude and the pulse form. The observed difference in time were likely caused by
the voltage differences: our experiments operated with 12 kV while a lightning strike has about
1 MV [11,13]. Bazelian and Raizer characterize times up to 200 μs for fully formed discharge
channels along water surfaces [31]. This implies that the time to form a flashover increases
with a lower impedance such as biological tissues.
The time to form a flashover increased in median from 69.5 μs at 1 CAP at 12 kV to 257 μs
for 1 CAP at 6 kV (Fig 10D). This behaviour is expected for such impulse voltage-time charac-
teristics [29,30].
Implications for lightning protection
Our experiments confirmed that most of the current (98±99%) flowed outside of the human
head in the discharge channel after a fully formed flashover [12,13]. Consequently, the faster a
flashover is formed over the head, the higher are the chances of survival. Further, the current
flowing in the brain compartment is typically a factor of 20 units less in amplitude compared
to the current flowing in the scalp. This difference is caused by the protective property of the
skull due to its low electrical conductivity and relative permittivity compared to the scalp and
brain compartments [22].
Electroporation can cause cell damage and death [32±35]. An electric field strength of 6 kV/
m and above can cause reversible or irreversible electroporation in biological cells [32±35]. An
electric field strength of about 100±600 kV/m close to the ground are typical values during
lightning [11]. Our experiments show an electric field strength of about 10.4±12.5 kV/m in the
brain compartment during an applied 1.2/50 μs voltage pulse with an amplitude of 5 kV.
These values indicate that electroporation can occur even for the lower current and voltage
amplitudes in our experiments. Thus, neurological damages during a lightning strike caused
by electroporation are likely to occur [6,35].
We applied high voltage (Marx generator) and high current pulses (10/350 μs current pulse
generator) to different head phantoms and optically analysed the damages to the head phan-
toms. In all setups, we found similar damages, e.g. perforations and burns on the scalp com-
partment or dried areas throughout the scalp compartment down to the skull. These
observations are similar to autopsy reports after lightning accidents [3,8,15].
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According to the DIN EN 1149, a personal lightning protection equipment, for example in
the form of a coat with a hood consisting of modacrylics (flame retardant synthetic copoly-
mer), can reduce the current amplitudes in the head compartments due to the material's elec-
trostatic discharge behaviour [16]. Consequently, this lightning protection equipment can
prevent burns and perforation as well.
Experimental setup and limitations
Physical head phantoms allow us to gain insight into head internal field and current distribu-
tions. They can provide explanations for observed lightning phenomena and can help to
develop novel hypotheses and experiments. However, physical head phantoms are simplifica-
tions. Our head phantoms replicate the three main head compartments in terms of their geo-
metric and dielectric properties, but neglect the highly complex interior structures of the
human head, like the sulcus/gyrus structure, the anisotropic conductivity of the white matter,
according Haueisen et al. [36], or hair on the scalp. Future research should include more
detailed head phantoms.
Another limitation was the measurement setup for the current distribution. The spatial and
temporal resolutions of our measurement equipment (oscilloscopes, current monitors, voltage
probes) were limited as well. Due to these limitations, we were unable to measure the initial
connecting leader phase, in which a negative current typically flows at the start of the discharge.
At present, voltage and current generators cannot provide a high voltage and a high current
simultaneously similar to a lightning discharge. For this reason, we use three different genera-
tors to replicate the voltage and current effects on the head phantoms. We compare the genera-
tors in the following paragraph.
· The Marx generator (MG) generates a 1.2/50 μs high voltage of up to 450 kV. The high volt-
age ionizes the air gap over a larger distance between the high voltage point electrode and
the head phantom, mimicking the air distance between the cloud and the ground during a
lightning discharge [27]. The energy and the resulting current (about 2 kA) values are low in
comparison to natural lightning. Further, no flashovers are possible due to the low energy
and the impedance of the head phantom. The used MG is only suitable for visually investi-
gating the high voltage effects which manifested as perforations on the head phantoms.
· The combination wave generator (CWG) produces a 1.2/50 μs voltage up to 12 kV (open-
circuit) or an 8/20 μs current up to 6 kA (short-circuit), depending on the impedance of the
test object according to IEC 61000±4±5 [26]. The voltage amplitude was not high enough to
ionize the air over larger distances. For this reason, a stimulation electrode galvanically con-
tacted the scalp compartment in our experiments. The low noise and low interference setup
enabled a voltage and current measurement with a high signal noise ratio and a high repro-
ducibility in our experiments. This setup also allowed the measurement of voltages at elec-
trodes integrated in the brain compartment (ME1±ME4). Another advantage of the CWG is
the similarity of its voltage pulse form to a lightning voltage pulse form.
· The 10/350 μs current pulse generator can be charged up to 12 kV according to IEC 62305
[18]. The maximum current in the experiments was about 42 kA. Due to the low voltage, an
air gap of only 4 mm between the output of the generator and the test object was possible.
We used an ignition wire to increase this distance to 55 mm. Consequently, no connecting
upward leader was formed. The used current amplitude and current steepness corresponded
to real lightning currents. For the estimation of the current distribution in the head phan-
tom, including the flashover, the 10/350 μs current pulse generator was best suited for com-
parison to real lightning currents.
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Conclusion and outlook
We created head phantoms made of agarose to replicate the scalp, the neurocranium, and the
intracranial volume of a human head. These head phantoms were tested on pulse generators,
which modelled lightning components to investigate the physical and biological effects during
a lightning strike. We found:
1. The scalp compartment is most exposed to the current during a lightning strike, with a frac-
tion of approximately three quarters.
2. A fully formed flashover rapidly reduces the current in the brain compartment and the cur-
rent exposition is reduced in interior structures the faster a flashover is formed. This mech-
anism can explain why people can survive a lightning strike.
3. The skull has protective properties due to its low electrical conductivity and relative
permittivity.
4. The electric field strength in our experiments reaches a level where electroporation is possi-
ble. The mechanism of electroporation may explain neurological effects and damages after
a lightning strike.
We established normative values in our experiments for the human head to lightning
discharges without any protective equipment. In the next steps, we will compare the
found values with protective equipment applied to the head phantom. Further, we
will improve our head phantoms to be more realistic models (e.g. add hair on scalp
compartment).
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